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Quantification of ACE inhibiting peptides in human plasma using high
performance liquid chromatography–mass spectrometry
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Abstract

An HPLC-MRM–MS method was developed for the quantification of 17 small ACE inhibiting (ACEI) peptides in plasma samples collected
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rom human volunteers after the consumption of a peptide-enriched drink. The assay shows the high selectivity and sensitivity necessar
mall changes in the levels of the ACEI peptides after consumption of drinks developed to effect lowering of the blood pressure. Fou
ample preparation methods were tested and evaluated. The final sample preparation method selected is simple and effective and co
f the removal of proteins by acidification and heating, followed by a large volume injection. Additional sample preparation steps suc
hase extraction and liquid/liquid partitioning were studied. Although they resulted in cleaner extracts, losses of specific peptides su
ere frequently seen. The isotope labeled form of one of the peptides to be quantified, [U13C]IPP, was used as an internal standard. The
f detection of the assay is below 0.01 ng ml−1. The limit of quantification is between 0.05 and 0.2 ng ml−1, which is approximately 10% o

he expected peptide concentration in plasma based on a normal diet. The intra- and inter-day relative standard deviations for all pe
hown to be below 25% and the method has an accuracy of better than 75%. The long-term stability is good. At least 200 sample
nalysed before the system had to be cleaned. The assay has been successfully applied to blood samples collected from volunteers d

rial.
2005 Elsevier B.V. All rights reserved.
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. Introduction

One of the key enzymes in the regulation of blood pres-
ure is the angiotensin-I-converting enzyme (ACE). The ACE
nzyme converts angiotensin-I into the potent vasoconstrictor
ngiotensin-II. Many protein-containing food products, rang-

ng from fish and meat to milk and maize, are known to yield
CE-inhibitory peptides upon in-vivo-proteolysis. So far, a wide

ange of different peptides with ACE-inhibitory effects has been
dentified using peptide purification methods and in vitro ACE
nhibition assays[1–5], or more sophisticated on-line techniques
6]. Some of the identified peptides have been synthesised and
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proven to be active in both in vitro ACE-inhibition assays
well as in relevant in vivo animal models for hypertension.

Although many peptides from food proteins have been sh
to inhibit ACE in vitro and also lowered blood pressure in
vivo studies, the proposed properties of these peptides in
life situations still need to be demonstrated. To exert their p
iological effect in the body, the peptides need to be abso
from the intestine and enter the blood circulation in an ac
form. So far, there is no direct evidence that any of the ident
peptides are indeed absorbed and reach the blood circu
Therefore, it is extremely important to demonstrate the p
ence of ACE-inhibiting peptides in blood after the consump
of a food product containing these peptides. In order to be a
measure these peptides in plasma, highly sensitive and ac
methods are required. The expected concentration levels
the picogram per millilitre range.
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Peptide identification, and to a lesser extent quantitation, has
received a great deal of attention in recent years due to the
rapidly expanding interest in proteomics[7,8]. For the current
work, however, that research is unfortunately only of limited-
or indirect relevance. This is because of the different matrices
involved and the nature of the underlying question, i.e. identi-
fication of proteins versus the quantification of small peptides
with known structures. A second area where peptide analysis is
performed is in metabonomics research where peptide profiles
of patients suffering from a specific disease are compared to that
of healthy patients[9,10]. The peptides analysed are relatively
large with a sequence of at least eight residues and molecular
ions of 0.8–5 kDa. Finally, an area where the quantification of
known peptides in biological fluids is relevant is in the study
of peptidic drugs. For example Yang et al.[11] developed a
method for the quantitative analysis of an opiod pentapeptide
and its cyclic prodrug in rat plasma. Chavez-Eng et al.[12] mea-
sured a cyclic hexapeptide with known antifungal properties in
human plasma. In these studies the plasma samples are separated
using HPLC with UV, electrochemical, fluorescence or mass
spectrometric detection. Nowadays the very sensitive mass spec-
trometric detector is preferred over fluorescence due to its much
higher selectivity and the possibility to work without derivatisa-
tion. The sample preparation methods applied generally consist
of removing proteins by precipitation or other techniques, fol-
lowed by isolation and concentration of the peptide fraction.
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residues and different hydrophobicity. Statistical information
on the performance of the HPLC–MS–MS method is reported
and its inherent limitations are discussed. Finally the applica-
tion of the method to the analysis of authentic blood samples is
demonstrated.

2. Experimental

2.1. Materials and methods

2.1.1. Standards and chemicals
The peptides IPP and VPP (purity >98%) were purchased

from Bachum (Budendorf, Switzerland). The internal standard
used was [U13C]IPP (fully 13C labelled in I only) and was pur-
chased from Bio Peptide (San Diego, USA). All other peptides
were synthesised at the University of Utrecht (the Netherlands).
The sequences of the peptides studied are given inTable 1. The
purity of each peptide was determined in-house using HPLC-
UV–MS. All purities were better than 90%. Acetonitrile, triflu-
oro acetic acid, propionic acid and 2-propanol were purchased
from Merck (Amsterdam, the Netherlands). Porcine and bovine
plasma were obtained from a local slaughter house.

2.1.2. Solid phase extraction
Octadecyl modified silica solid phase extraction cartridges

(3 ml, 500 mg) were purchased from Waters (Etten-Leur, the
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he typical detection limits of such procedures are in the
g ml−1 range.

The limitations of the methods mentioned above are the
ively large volumes of blood that are needed and/or the exte
leanup procedures that must be applied to isolate and
entrate the peptides of interest. Moreover, the target pep
n these peptidic drugs studies are relatively large, whic
dvantageous for the selection of ions for tandem-MS o

ion. Finally, measurements are also simpler if unique pept
.e. peptides with sequences that do not occur in the pro
ormally consumed, have to be measured.

In our study healthy volunteers consumed fermented
nriched in ACEI peptides in a human trial performed ov

ime period of several weeks. During the study the blood p
ure was measured and blood samples were collected for
ification of previously identified ACEI peptides. Consider
he peptide intake and assuming 0.01–1% effective absor
nd transport to the systemic blood circulation, the expe
oncentration of the peptides in the blood should be in
igh pg ml−1 range. In order to be able to quantify pepti
t this very low level, the desired detection limit was se
.01 ng ml−1.

The subject of this paper is the development and va
ion of an analytical method for the quantification of sm
CEI peptides in plasma in the pg ml−1 range. Liquid chro
atography with atmospheric pressure ionisation tandem

pectrometry is selected as the quantification method.
us methods for sample clean-up are evaluated with em
is on suitability for above mentioned sensitivity range
ong term stability. The full set of ACEI active peptides c
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etherlands). The cartridges were preconditioned with 4 m
ethanol followed by 4 ml of Milli-Q water. After loading

he sample, the cartridge was washed with 1 ml of Milli-Q w
nd the peptides were eluted using 4 ml of methanol. The

ected methanol fraction was evaporated to dryness un
tream of nitrogen at 40◦C and reconstituted in 500�l of Milli-Q
ater.

.1.3. Standard preparation
Peptide standard solutions were prepared either in Mi

ater or in a fivefold diluted SPE extract of bovine plasma (
nfra). The bovine plasma extract was prepared by additio
0�l of a 10% aqueous TFA solution to 1 ml of plasma. T
ixture was vortexed for 2 min followed by heating at 95◦C for
min. After cooling and centrifugation at 13,000 rpm the su
atant phase was purified by passing it through a C18 Se
PE column (Waters Etten-Leur, the Netherlands). One mill
f plasma was applied onto a 20 ml/5 g cartridge previously
itioned with 20 ml of methanol and 20 ml of Milli-Q water. T
rotein pellet in the centrifugation tube was discarded. Meth
4 ml) was applied for elution of the cartridge. The metha
raction was collected and evaporated under a stream of
en at room temperature. The residue was redissolved in 5
illi-Q water.
Calibration standards were prepared starting from a mi

f the standard peptides with a concentration of 500�g ml−1 for
ach peptide in Milli-Q water. Subsequent dilutions were m

n the bovine plasma extract to yield the following concen
ions: 0.01, 0.05, 0.1, 0.2, 0.5, 1 and 2 ng ml−1. Each solution
ontained the internal standard [U13C]IPP at a concentration
ng ml−1.
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Table 1
Sequences, MRM conditions and product ion ratios of the peptides measured in the assay

Peptide Precursor ionm/z Va Product ion 1m/z CeV-1b Product ion 2m/z CeV-2c Ratio ion 1/ion 2

VPP 312.2 25 213.1 18 169.1 18 1.6/1
IPP 326.2 25 213.1 18 183.1 18 5.5/1
LPP 326.2 25 213.1 18 183.1 18 3.4/1
IPPL 439.2 25 326.2 16 183.1 16 2.5/1
HLP 366.2 25 251.2 14 86.0 30 15.3/1
HLPLP 576.3 60 251.2 24 183.1 24 4.7/1
VAP 286.2 25 116.2 12 70.0 15 13.2/1
SAP 274.1 25 187.1 11 70.0 17 11.6/1
IIAEK 573.3 60 347.2 20 86.0 30 12.7/1
FY 329.1 30 120.0 18 182.1 14 5.5/1
VF 265.1 30 72.0 16 166.1 11 1.3/1
VY 281.1 26 182.1 11 72.0 17 1.2/1
IY 295.1 23 86.0 18 182.1 11 3.4/1
AW 276.1 22 188.1 20 205.1 20 10.1/1
IW 318.2 24 205.1 14 86.0 18 1.8/1
KVLPVP 652.4 40 197.1 20 537.4 13 4.2/1
LW 318.2 24 205.1 14 86.0 18 1.2/1
[U13C]IPP 332.2 25 213.1 18 189.1 18 2.2/1

a Cone voltage.
b Collision energy product ion 1.
c Collision energy product ion 2.

2.1.4. Instrumentation
All analyses were performed on a Waters 2790 HPLC cou-

pled to a Micromass Quattro-Premier triple quadrupole mass
spectrometer (Waters, Almere, the Netherlands).

2.1.5. Chromatographic conditions
All analyses were performed on a 150 mm× 2.1 mm Inertsil

5 ODS3 column with a particle size of 5�m (Varian, Bergen
op Zoom, the Netherlands), equipped with a 10 mm× 4.6 mm
a reversed phase C8 guard column (Waters, Etten-Leur, the
Netherlands). Mobile phase A consisted of 0.1% trifluoro acetic
acid (TFA) in Milli-Q water. Mobile phase B consisted of 0.1%
TFA in acetonitrile. The initial eluent composition was 100% A.
The eluent was kept at 100% A for 5 min and increased to 5%
B in 10 min, followed by a linear gradient to 30% B in 15 min.
Then a linear gradient was used to 70% B in 5 min, and the eluent
composition was kept at 70% B for another 5 min. The eluent
was reduced to 100% A in 1 min and the system was allowed to
equilibrate for 9 min. The total run time was 50 min. The eluent
flow was 0.2 ml min−1 and the column temperature was set at
60◦C. The UV trace was recorded at 215 nm. The eluent of the
first 5 min was directed to waste to avoid contamination of the
mass spectrometer with salts and other highly polar compounds.
The injection volume ranged from 10 to 150�l depending on the
purity of the sample after the sample preparation. If after sample
pre-treatment the solution was viscous or unclear, a volume of
1 was
1

2
pres

e and
2 arat
p crati

pump (Spectra-Physics, Darmstadt, Germany). The flow rate
was 0.05 ml min−1. A piece of 30 cm of fused silica tubing
(75�m i.d.) was used as a restrictor between the pump and the
post-column T-piece in order to maintain a stable flow rate.

2.1.7. Mass spectrometric conditions
All measurements were carried out using high perfor-

mance liquid chromatography-atmospheric pressure ionisation-
multiple reaction monitoring mass spectrometry (HPLC-API-
MRM–MS) in positive ionisation mode. The capillary voltage
was set at 4 kV. The source temperature was kept at 100◦C and
the nebulizer temperature at 250◦C in order to prevent in-source
condensation, especially at the starting eluent composition of
100% water. The desolvation and cone gas flows were 355 and
188 l h−1, respectively. Argon was used as collision gas at a
gas pressure of 2.3e−3 mbar. The dwell time was set at 0.5 s for
each peptide, with an interscan time of 0.05 s. The optimum cone
voltages and collision energies were determined for each pep-
tide individually prior to the start of the experiments. Peptides
were identified based on their retention time, their molecular
ion and the ratio of two different characteristic product ions for
each peptide relative to those of the model compounds. A max-
imum variation of 0.2 min for the elution time and 10% for the
product-ion ratios was accepted. Detailed information on the
product-ions, cone voltages and collision energies is given in
Table 1.

3
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0�l was injected. In all other cases the injection volume
50�l.

.1.6. Post column additive
To overcome suppression of the ionisation due to the

nce of TFA in the eluent, a mixture of propionic acid
-propanol (70/30, v/v) was added post column using a sep
ump. The solvent delivery system used was a P1000 iso
-

e
c

. Results and discussion

With the highly selective and sensitive state of the
C–MS-MS systems plasma samples can generally be ana
fter only limited sample pretreatment. In many cases pr
emoval by solvent or heat precipitation suffices[15]. In a first
eries of experiments we studied whether this simple “dilute
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Table 2
Recovery of IPP from spiked porcine plasma after solvent precipitation

Plasma/solvent ratio Recovery (%)

Plasma/methanol 1:2 105
Plasma/methanol 1:1 93
Plasma/acetonitrile 1:2 1
Plasma/acetonitrile 1:1 26
Plasma/ethanol 1:2 73
Plasma/ethanol 1:1 73

shoot” method[15] provided sufficient sensitivity for the current
analysis. To minimize the usage of human plasma required for
the method development porcine plasma, known to be a reason-
able alternative for human plasma, was used in this part of the
work.

The initial sample preparation consisted of protein precipita-
tion using organic solvents. Three different solvents were tested:
methanol, ethanol and acetonitrile with plasma/solvent ratio’s of
1:1 or 2:1 followed by centrifugation at 13,000 rpm for 30 min.
The volume of plasma pretreated was 1 ml. The supernatant was
concentrated five times under a nitrogen gas flow at ambient
temperature. The recovery was determined using porcine plasma
spiked at a high level (60�g ml−1) with IPP. An injection volume
of 10�l was used. The results are given inTable 2. The data show
that the best recovery (∼100%) was achieved with methanol.
Subsequent analyses were performed using plasma/methanol
in a ratio of 1:2. The limit of detection was determined using
porcine plasma spiked with IPP and KVLPVP in the concentra-
tion range of 0.04–4 ng ml−1 and using an injection volume of
150�l. The LODs for KVLPVP and IPP were 0.4 and 4 ng ml−1,
respectively. This was not low enough to quantify the peptides at
the desired concentration level. Another drawback of this sample
preparation protocol was that contamination of the MS source
already occurred after approximately 10 injections causing a
strong decrease in sensitivity. In order to improve the efficiency
of the protein removal step, a solid phase clean up step was
i rpm
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Table 3
Recovery of the peptides VF, SAP, IPP, IIAEK and HLPLP using SPE
purification

Concentration (ng ml−1) Recovery (%)

VF SAP IPP IIAEK HLPLP

10 96 35 96 103 73
50 100 54 76 95 75

100 97 33 85 71 77
500 80 35 72 70 70

1000 87 51 69 86 73

100, 500 and 1000 ng ml−1 plasma. The results of the exper-
iments are summarised inTable 3. The results show that the
acid/heat/SPE purification method can be used for hydropho-
bic peptides. Hydrophilic peptides such as, e.g. SAP, unfor-
tunately, have poor recoveries because they are not, or only
partly retained on the SPE column. Experiments with model
compounds in pure water confirmed this statement. The long
term reproducibility of the method appeared to be poor, with
standard deviations of approximately 50%. To overcome this
problem, the SPE step was omitted from the method. The final,
strongly simplified method consisted of the addition of 20�l
of a 10% TFA solution to 1 ml of plasma. After vortexing for
30 s the mixture was heated to 100◦C for 2 min, rapidly cooled
down using running cold water and centrifuged for 30 min at
13,000 rpm. One hundred and fifty microlitres of the approxi-
mately 200�l of supernatant was then injected onto the HPLC-
column. Such large injection volume did not result in significant
peak broadening when compared to injections of smaller sample
volumes.

During the experiments it appeared that the peptide levels
decreased during storage in aqueous solutions, especially at
concentration levels below 10 ng ml−1. This even occurred if
samples were stored at−20◦C and is probably due to binding of
the peptides to active sites of the glass vial. Different vial types
were tested, including polyethylene and silylated glass vials,
h were
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ncorporated in the method. After centrifugation at 13,000
or 30 min, 1 ml of the supernatant of the spiked porcine pla
amples was applied to a pre-conditioned SPE cartridge
PE eluent was evaporated under nitrogen at 40◦C and the

esidue was then reconstituted in 500�l of Milli-Q water. After
econstitution the solution was cloudy, most likely as a resu
roteins and lipids not being removed during the precipita
nd SPE steps. Therefore, it was decided to use a more rig
ethod to remove the proteins from the plasma. In this me
rotein precipitation was obtained by acidification of the pla
nd temperature treatment. Twenty microlitres of a 10% a
us TFA solution was added to 1 ml of plasma. This mix
as then heated at 100◦C for 2 min. After cooling to ambien

emperature the SPE step described above was applied.
vaporation of the solvent and reconstitution in 500�l of Milli-

water the solution was clear, indicating that full remova
roteins and fat was obtained.

The recovery of the method outlined above was d
ined by spiking human pool plasma with the peptides
AP, IPP, IIAEK and HLPLP at concentrations of 10,
e

s

-

er

owever, without significant improvement. The best results
btained when the peptides were dissolved in five times di
PE-purified bovine plasma. Most likely, the excess pep
resent in the background efficiently prevent adsorption o
eptides of interest on the active sites.

The final method was validated according to the proce
escribed by Shah et al.[13]. Calibration data were gene
ted using either the SPE extract of bovine plasma or hu
ool plasma spiked with 17 peptides that can be formed
ovine milk proteins upon digestion, at concentrations of 0, 0
.05, 0.1, 0.2, 0.5, 1 and 2 ng ml−1. The concentration of th

U13C]IPP internal standard in all samples was 1 ng ml−1. The
rotein sources and the in-house determined Matsui IC50 A
alues[14] of the peptides are given inTable 4. The calibration
urves were constructed from the peak area ratios of the
yte relative to the internal standard versus concentration
oncentrations of the peptides in the spiked pool plasma
le were calculated using a linear equation fitted through
ifferent calibration curves. The limit of detection was defi
s the lowest detectable chromatographic peak with a sign
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Table 4
Protein sources and Matsui activities of spiked peptides

Peptide Protein source Position Matsui IC50
value (�M)

VPP �-Casein 84–86 2.5
IPP �-Casein 74–76 2
LPP �-Casein 151–153 10
IPPL �-Casein 74–77 >50
HLP �-Casein 134–136 >100
HLPLP �-Casein 134–138 17

VAP �-s1-Casein 25–27 1
Lactotransferrin 610–612

FY �-s1-Casein 145–146 and 153–154 10
�-s2-Casein 103–104

VF �-Lactalbumin 27–28 5–10
�-s1-Casein 31–32
�-Lactoglobulin 81–82
Lactotransferrin 83–84 and 233–234

VY �-s2-Casein 198–199 5
�-Casein 59–60
�-Lactoglobulin 41–42

IY Lactotransferrin 100–101 and 418–419 0.5
AW �-s1-Casein 163–164 5

IW �-Lactalbumin 78–79 0.5
Lactotransferrin 286–287

LW �-s1-Casein 198–199 5

noise ratio of 3:1. The limit of quantification was defined as the
lowest concentration that could be measured with a maximum
day-to-day relative standard deviation of 25% and a maximum
deviation from the nominal value of 25%. The LOD and LOQ
were determined by analysing the spiked plasma samples on five
different days covering a time period of two weeks. The intra-
and inter-day repeatability and reproducibility and the accuracy
of the method were determined by analysing the spiked extract
of SPE purified bovine plasma in the concentration range of
0.01–2 ng ml−1 five times on five different days covering a time
period of 11 days. The accuracy was expressed as the percentage
of the measured concentration versus the spiked concentration.
The stability of the samples was assessed by analysing 21 spiked
plasma samples with concentration levels between 0.01 and
2 ng ml−1 stored for 24 or 72 h at 5 and−20◦C. The percen-
tage carry-over was determined by the injection of blank Milli-Q
water following the analysis of plasma samples spiked at con
centration levels of 0.5 and 5 ng ml−1.

3.1. Linearity

The calibration curves were linear in the concentration range
from 0.01 to 2 ng ml−1. The linearity (R2) for all peptides was
better than 0.997. The LOD was below 0.01 ng ml−1 for all pep-
tides. The LOQ values ranged between 0.01 and 0.03 ng ml−1.
The LOD and LOQ met the target values as described in the
i ida-
t ven
o

Table 5
Linearity data of peptides detection in human plasma using LC-MRM–MS

Peptide Limit of detection
LOD (ng ml−1)

Limit of quantification
(LOQ (ng ml−1)

Linear regression
coefficient (R2)

VPP 0.01 0.05 0.9987
IPP 0.005 0.01 0.9993
LPP 0.002 0.01 0.9991
IPPL 0.002 0.01 0.9989
HLP 0.001 0.01 0.9994
HLPLP 0.01 0.05 0.9974
VAP 0.01 0.05 0.9978
FY 0.005 0.01 0.9987
VF 0.001 0.01 0.9994
VY 0.001 0.01 0.9990
IY 0.003 0.01 0.9996
AW 0.003 0.01 0.9990
IW 0.005 0.01 0.9988
LW 0.002 0.01 0.9992

3.2. Repeatability, reproducibility and accuracy

Statistical evaluation of the results indicated an accep-
table accuracy, repeatability and reproducibility of the method.
The repeatability and reproducibility improved significantly at
higher concentrations. The intra- and inter-day results were very
similar. The results of the inter-day measurements are given in
Table 6. For some of the peptides the inter- and intra-day preci-
sion values for the LOQ are above the generally accepted limit
for quantitative bioanalyses. Despite that the accuracy and preci-
sion of the method enable its application for monitoring changes

Fig. 1. Typical chromatogram of a standard solution with a concentration of
0.05 ng ml−1 for each peptide. For display purposes only the chromatograms
of seven randomly selected peptides are given, the chromatograms of the other
peptides are very similar.
ntroduction. A summary of linearity data of the assay val
ion is given inTable 5. Representative chromatograms of se
f the peptides studied are given inFig. 1.
-
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Table 6
Inter-day precision and accuracy of the assay

Concentration (ng ml−1) VPP IPP LPP IPPL

Precision Accuracy Precision Accuracy Precision Accuracy Precision Accuracy

0.01 29.8 112.1 21.6 99.8 22.1 88.8 22.1 108.8
0.05 23.8 84.8 15.8 101.6 16.7 103.8 16.7 113.8
0.1 13.0 109.6 17.9 103.2 9.5 108.8 9.5 108.8
0.2 4.5 94.0 9.9 99.2 3.4 100.2 3.4 100.2
0.5 2.9 97.0 7.0 95.0 2.2 94.8 2.2 94.8
1 1.9 102.6 4.4 99.8 5.0 96.0 5.0 96.0
2 0.4 99.8 1.5 100.4 0.9 101.4 0.9 101.4

Concentration (ng ml−1) HLP HLPLP VAP FY

Precision Accuracy Precision Accuracy Precision Accuracy Precision Accuracy

0.01 23.0 85.8 26.7 85.8 28.5 119.4 23.6 112.0
0.05 19.9 84.6 19.7 87.2 24.5 101.4 14.7 85.4
0.1 13.8 101.6 21.2 110.8 11.3 118.8 8.3 113.6
0.2 11.3 98.0 4.2 100.6 6.4 95.2 1.4 100.0
0.5 3.5 96.4 6.3 95.2 8.6 94.6 2.0 97.2
1 3.1 104.6 5.1 104.8 5.6 99.8 2.5 104.8
2 0.8 99.2 1.3 98.8 1.5 100.2 0.9 99.4

Concentration (ng ml−1) VF VY IY AW

Precision Accuracy Precision Accuracy Precision Accuracy Precision Accuracy

0.01 21.5 112.1. 23.9 88.8 23.6 84.4 21.1 87.2
0.05 18.8 101.2 21.1 82.2 21.5 89.8 20.5 89.0
0.1 9.3 118.0 9.7 107.8 12.7 108.6 5.0 109.2
0.2 4.9 98.0 3.3 99.2 7.5 95.4 5.9 96.2
0.5 5.0 100.0 4.9 98.6 4.1 98.8 4.3 97.4
1 2.4 105.2 1.7 103.8 4.6 105.6 2.7 103.8
2 0.8 98.8 0.9 99.4 1.7 98.6 0.9 99.4

Concentration (ng ml−1) IW LW

Precision Accuracy Precision Accuracy

0.01 24.8 89.8 22.7 111.7
0.05 17.9 88.0 15.8 108.2
0.1 4.0 112.6 6.2 99.1
0.2 5.5 96.6 5.1 98.6
0.5 3.5 98.8 3.8 99.4
1 2.3 104.4 2.0 99.0
2 1.1 99.2 0.9 98.8

The precision is expressed as the coefficient of variation (C.V., %);n = 5.
The accuracy is expressed as [(mean calculated concentration)/(spiked concentration)]× 100.

in the concentration of the peptides upon the intake of a drink
enriched in ACE-inhibiting peptides.

3.3. Stability

No significant decrease could be detected in the concentration
of peptide solutions prepared in the SPE extract of bovine in
concentrations of 0.05 and at 2 ng ml−1 stored for 24 and for
72 h at 5◦C or at−20◦C. The variations seen were within the
reproducibility limits of the method.

3.4. Carry-over

The percentage carry-over was below 1% for VPP, IPP, LPP,
IPPL, VAP, VY, AW, IW and LW measured at 0.5 ng ml−1 and

at 5 ng ml−1. For FY the carry-over was measured to be 5% at
0.5 ng ml−1 and 1% at 5 ng ml−1. The carry-over for HLPLP,
VF, and IY was 10% and 1% at concentration levels of 0.5
and 5 ng ml−1, respectively. The relatively high carry-over for
the latter peptides was probably caused by partial release of
these peptides adsorbed to the column material during preceding
runs. This adversely affects the accuracy of the method for these
peptides.

3.5. Robustness

The method was used in a human trial where the influence
of food peptides in relation to blood pressure was studied.
The method proved to be robust. At least 200 plasma samples
could be analysed before the MS source had to be cleaned. The
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Fig. 2. Typical chromatogram of a plasma sample collected during a human trial.
The traces represent the summarized traces of the two product ions monitored
for each peptide indicated in the chromatograms. Only the traces of the peptide
detected in the sample are displayed. Trace 1: VPP, 2: VY, 3: IPP Rt 24.66 an
LPP Rt 25.60, 4: HLP, 5: AW, 6: VF, 7: IW Rt 30.68 and LW Rt 31.40, 8: HLPLP.

HPLC-column did not show any sign of deterioration from this
large number of samples. The only precaution that was take
was the replacement of the guard column after 250 samples. Th
method was applied to more than 1000 plasma samples collecte
during this human trial. Typical ion chromatograms obtained
from a plasma sample collected during the trial are given in
Fig. 2. The levels found in this particular sample ranged from
0.05 ng ml−1 for VPP to 0.3 ng ml−1 for VF. Good peak shapes
are seen for all peptides. The slight broadening seen for the ear
eluting peptides VY and VPP is the result of the large injection
volume. The high selectivity of the chromatographic method is
nicely reflected in the separation of the peak pairs IPP/LPP an
IW/LW. Baseline separation is obtained for both peptide pairs.

The good sensitivity, the high selectivity and the excellent
long term stability of the method clearly indicate that the process
used for sample preparation, chromatographic separation an
detection is in proper balance. This makes the developed metho
a useful tool in research aimed at the development of novel bloo
pressure lowering functional foods.

4. Conclusions

An HPLC-MRM–MS method has been developed and val-
idated for measuring 17 ACE inhibiting small peptides in
human blood plasma in one single analysis. The sample prepa-
ration method was optimised. Various methods for protein
removal were compared. The best results were obtained using
acidification and heating. The application of SPE for protein
removal resulted in poor reproducibilities. The limits of detec-
tion and quantification were between 0.001 and 0.05 ng ml−1

and are low enough to monitor the peptides at the concentration
levels occurring in case of a normal bovine diet. The accu-
racy is better than 75% and intra- and inter-day relative stan-
dard deviations are below 25%, enabling monitoring of even
small changes in the concentration levels after consumption of
a peptide-enriched drink. The method was successfully applied
to large numbers of plasma samples collected during a human
trial. At least 200 samples could be analysed before the MS
source had to be cleaned making the method practically suit-
able for application in human trials where large numbers of
samples have to be measured in time periods of weeks or
months.
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