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Abstract: In brain tumor surgery, recognition of tumor boundaries is key. 
However, intraoperative assessment of tumor boundaries by the 
neurosurgeon is difficult. Therefore, there is an urgent need for tools that 
provide the neurosurgeon with pathological information during the 
operation. We show that third harmonic generation (THG) microscopy 
provides label-free, real-time images of histopathological quality; increased 
cellularity, nuclear pleomorphism, and rarefaction of neuropil in fresh, 
unstained human brain tissue could be clearly recognized. We further 
demonstrate THG images taken with a GRIN objective, as a step toward in 
situ THG microendoscopy of tumor boundaries. THG imaging is thus a 
promising tool for optical biopsies. 

©2016 Optical Society of America 

OCIS codes: (180.4315) Nonlinear microscopy; (190.4160) Multiharmonic generation; 
(170.4730) Optical pathology; (170.6935) Tissue characterization; (170.1530) Cell analysis; 
(170.2150) Endoscopic imaging. 
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1. Introduction 

Glial tumors (gliomas) account for almost 80% of the tumors originating from brain tissue. 
The vast majority of these tumors are so-called ‘diffuse gliomas’ as they show very extensive 
(‘diffuse’) growth into the surrounding brain parenchyma. With surgical resection, irradiation, 
and/or chemotherapy it is impossible to eliminate all glioma cells without serious damage to 
the brain tissue. As a consequence, until now, patients with a diffuse glioma have had a poor 
prognosis, a situation which strongly contributes to the fact that brain tumor patients 
experience more years of life lost than patients with any other type of cancer [1,2]. 

Meanwhile it has also been demonstrated that the prognosis of patients with a diffuse 
glioma correlates with the extent of resection [3–5]. During brain surgery, however, it is 
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extremely difficult for the neurosurgeon to determine the boundary of the tumor, i.e. whether 
a brain area contains tumor cells or not. If the neurosurgeon could have histopathological 
information on the tumor boundaries during brain surgery, then recognition of these tumor 
boundaries and with that, the surgical resection, could be significantly improved. 

Occasionally, intra-operative analysis using hematoxylin-and-eosin (H&E) stained 
sections of snap-frozen material or smear preparations is performed by the pathologist to help 
establish brain tumor boundaries, but this procedure only allows analysis of small, selected 
regions, can only be performed on tissue fragments that are already resected, and is rather 
time consuming (frozen section diagnosis) or does not allow analysis of tumor in the 
histological context (smear preparations). Fluorescence imaging techniques are increasingly 
used during surgery [6,7] but are associated with several drawbacks, such as heterogeneous 
delivery and nonspecific staining [8,9]. In particular, low-grade gliomas and normal brain 
tissue have an intact blood-brain barrier and take up little circulating dye [10–12]. Alternative 
techniques are therefore required, that can detect the presence of tumor cells in tissue without 
fluorescent labels and with a speed that enables ‘live’ feedback to the surgeon while he/she 
operates. 

The past year has seen exciting new developments in which optical coherence tomography 
[13] and stimulated Raman microscopy [14,15] were reported to reliably detect tumor tissue 
in the brain of human glioma patients, and a handheld Raman spectroscopy device was even 
implemented intra-surgical to assess brain tissue prior to excision [16]. These techniques are 
especially sensitive in densely tumor-infiltrated areas, and for the Raman spectroscopy device 
study a sensitivity limit of 17 tumor cells in an area of 150 × 150 μm2 was reported. The 
discriminating power of the Raman techniques is based on subtle differences in the vibrational 
spectra of tumor tissue and healthy tissue, and they require extensive comparison of 
experimental spectra against libraries of reference spectra. A technique capable of directly 
visualizing the classical histopathological hallmark criteria currently used by pathologists for 
classification of tumor tissue could potentially be even more reliable and make the transition 
from the current practice—histopathological analysis of fixated tissue—to in situ optical 
biopsy easier. Diffuse gliomas are histopathologically characterized by variably increased 
cellularity, nuclear pleomorphism and—especially in higher-grade neoplasms—brisk mitotic 
activity, microvascular proliferation, and necrosis. To visualize these features in live tissue, a 
technique that elucidates the morphology of tissue is required. In this context, third harmonic 
generation (THG) microscopy is a promising tool because of its capacity to visualize almost 
the full morphology of tissue. THG is a nonlinear optical process that relies on spatial 
variations of the third-order non-linear susceptibility χ(3) intrinsic to the tissue and (in the case 
of brain tissue) mainly arises from interfaces with lipid-rich molecules [17–27]. SHG signals 
arise from an optical nonlinear process involving non-centrosymmetric molecules present in, 
for example, microtubules and collagen. THG has been successfully applied to image 
unstained samples such as insect embryos, plant seeds and intact mammalian tissue [28], 
epithelial tissues [29–31], zebra fish embryos [32], and the zebra fish nervous system [33]. In 
brain tissue of mice, augmented by co-recording of SHG signals, THG was shown to visualize 
cells, nuclei, the inner and outer contours of axons, blood cells, and vessels, resulting in the 
visualization of both gray and white matter (GM and WM) as well as vascularization, up to a 
depth of 350 μm [24,26]. Here, we explore the potential of THG and SHG imaging for real 
time analysis of ex-vivo human brain tissue in the challenging cases of diffuse tumor invasion 
in low-grade brain tumors as well as of high-grade gliomas and structurally normal brain 
tissues. 

2. Materials and methods 

2.1 Tissue processing 

Structurally normal brain samples were cut from the temporal cortex and subcortical white 
matter that had to be removed for the surgical treatment of deeper brain structures for 
epilepsy. Tumor brain samples were cut from tumor margin areas (especially in low-grade 
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diffuse glioma cases) and from the tumor core and peritumoral areas (in high-grade glioma 
cases). After resection, the brain tissue samples were placed within 30 s in ice-cold artificial 
cerebrospinal fluid (ACSF) at 4°C containing (in mM): NaCl (125); KCl (3); NaH2PO4 (1.25); 
MgSO4 (2); CaCl2 (2); NaHCO3 (26); glucose (10); with an osmolarity of 300 mosmol/kg 
[34]; and transported to the laboratory, located within a distance of 200 m from the operating 
room. The transition time between resection of the tissue and the start of preparing slices was 
less than 15 min. We prepared a 300–350 μm thick coronal slice of the freshly-excised 
structurally normal tissue in ice-cold ACSF solution with a vibratome (Microm, HM 650V, 
Thermo Fisher Scientific). The slice was then placed in a plastic Petri dish (diameter 50 mm) 
and covered with a 0.17 mm thick glass cover slip to provide a flat sample surface during 
multiphoton imaging. Freshly-excised tumor tissue samples were cut with a surgical scalpel in 
several individual slices to generate flat surfaces, rinsed with ACSF to remove blood 
contamination, embedded in 20 × 20 × 5 mm3 agar blocks (40 mg/mL water solution of 
OXOID bacteriological agar, LP0011) and flattened with thin glass cover slips (0.17 mm 
thick, dia. 25 mm, Menzel-Gläser). All procedures on human tissue were performed with the 
approval of the Medical Ethical Committee of the VU University Medical Center and in 
accordance with Dutch license procedures and the declaration of Helsinki. All patients gave a 
written informed consent for tissue biopsy collection and signed a declaration permitting the 
use of their biopsy specimens in scientific research. 

2.2 Tissue histology 

After THG/SHG imaging, brain tumor samples were fixated in 4% formaldehyde, embedded 
in paraffin, sliced in 5-μm-thick histological sections and routinely stained with hematoxylin 
and eosin (H&E) and luxol fast blue (LFB) for microscopic examination. Low- and high-
magnification images were obtained using a Leica DM4000B microscope, equipped with a 
Leica digital camera (Leica DC500). Images were recorded and stored using IM50 imaging 
software and processed with ImageJ software (ver. 1.49m, NIH, USA). LFB images of 
structurally normal human cortex were acquired from the online Central Nervous System 
Histology Atlas [35]. 

2.3 Multiphoton imaging 

THG and SHG are nonlinear optical processes that may occur in tissue depending on the 
nonlinear susceptibility coefficients χ(3) and χ(2) of the tissue and upon satisfying phase 
matching conditions [17–19,21,23–27]. In the THG process, three incident photons are 
converted into one photon with triple energy and one third of the wavelength (Fig. 1(A)). In 
the SHG process, signals result from the conversion of an incident photon pair into one 
photon with twice the energy and half the wavelength. Two- and three photon excited 
fluorescence signals (2PF, 3PF) may simultaneously be generated by intrinsic proteins (Fig. 
1(B)). As a result, a set of distinct (harmonic) and broadband (autofluorescence) spectral 
peaks is generated in the visible range. The imaging setup (Fig. 1(C)) to generate and collect 
these signals consisted of a commercial two-photon laser-scanning microscope (TriMScope I, 
LaVision BioTec GmbH) and a femtosecond laser source. The laser source was an optical 
parametric oscillator (Mira-OPO, APE) pumped at 810 nm by a Ti-sapphire oscillator 
(Coherent Chameleon Ultra II). The OPO generates 200 fs pulses at 1200 nm with a repetition 
rate of 80 MHz. We selected this wavelength as it falls in the tissue transparency window, 
providing deeper penetration and reduced photodamage compared to the 700–1000 nm range, 
as well as harmonic signals generated in the visible wavelength range, facilitating their 
collection and detection with conventional objectives and detectors. We focused the OPO 
beam on the sample using a 25 × /1.10 (Nikon APO LWD) water-dipping objective (MO). 
The 1200 nm beam focal spot size on the sample was dlateral ~0.7 μm and daxial ~4.1 μm. It was 
measured with 0.175 μm fluorescent microspheres (see Section 3.4) yielding two- and three-
photon resolution values Δ2P,lateral ~0.5 μm, Δ2P,axial ~2.9 μm, Δ3P,lateral ~0.4 μm, and Δ3P,axial 
~2.4 μm. Two high-sensitivity GaAsP photomultiplier tubes (PMT, Hamamatsu H7422-40) 
equipped with narrowband filters at 400 nm and 600 nm were used to collect the THG and 
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SHG signals, respectively, as a function of position of the focus in the sample. The signals 
were filtered from the 1200 nm fundamental photons by a dichroic mirror (Chroma 
T800LPXRXT, DM1), split into SHG and THG channels by a dichroic mirror (Chroma 
T425LPXR, DM2), and passed through narrow-band interference filters (F) for SHG (Chroma 
D600/10X) and THG (Chroma Z400/10X) detection. The efficient back-scattering of the 
harmonic signals allowed for their detection in epi-direction. The laser beam was transversely 
scanned over the sample by a pair of galvo mirrors (GM). THG and SHG modalities are 
intrinsically confocal and therefore provide direct depth sectioning. We obtained a full 3D 
image of the tissue volume by scanning the microscope objective with a stepper motor in the 
vertical (z) direction. The mosaic imaging of the sample was performed by transverse (xy) 
scanning of the motorized translation stage. Imaging data was acquired with the TriMScope I 
software (“Imspector Pro”); image stacks were stored in 16-bit tiff-format and further 
processed and analyzed with “ImageJ” software (ver. 1.49m, NIH, USA). All images were 
processed with logarithmic contrast enhancement. 

2.4 Endomicroscopy imaging 

For endomicroscopic imaging we used a commercial high-numerical-aperture (NA) multi-
element micro-objective lens (GT-MO-080-018-810, GRINTECH) composed of a plano-
convex lens and two GRaded INdex (GRIN) lenses with aberration compensation, object NA 
= 0.80 and object working distance 200 µm (in water), image NA = 0.18 and image working 
distance 200 µm (in air), magnification × 4.8 and field-of-view diameter of 200 μm. The 
GRIN lenses and the plano-convex lens were mounted in a waterproof stainless steel housing 
with an outer diameter of 1.4 mm and a total length of 7.5 mm. Originally designed for a 
wavelength range of 800–900 nm [36–41], this micro-objective lens was used for focusing of 
1200 nm femtosecond pulses and collection of back-scattered harmonic and fluorescence 
photons. A coupling lens with f = 40 mm (NA = 0.19, Qioptiq, ARB2 NIR, dia. 25 mm) 
focused the scanned laser beam in the image plane of the micro-objective lens and forwarded 
the epi-detected harmonic and fluorescence photons to the PMTs. 

We characterized the lateral (x) and axial (z) resolution of the micro-objective lens by 3D 
imaging of fluorescence microspheres (PS-Speck Microscope Point Source Kit, P7220, 
Molecular Probes). We used “blue” and “deep red” microspheres, 0.175 ± 0.005 μm in 
diameter, with excitation/emission maxima at 360/440 nm and 630/660 nm to obtain three-
photon (3P) and two-photon (2P) point spread function (PSF) profiles. The excitation 
wavelength was 1200 nm, and fluorescence signals were detected in the 400 ± 5 nm (3P) and 
600 ± 5 nm (2P) spectral windows, just as in the brain tissue imaging experiments. 1 μL of 
“blue” and “deep red” sphere suspensions were applied to a propanol-cleaned 75 × 26 × 1 
mm3 glass slide. The mixed microsphere suspension was left to dry for 20 min and was then 
imaged with the micro-objective lens via a water immersion layer. The assembly of the 
coupling lens and the micro-objective lens was vertically (z) scanned with a step of 0.5 μm, 
and stacks of two-/three-photon images were recorded. The line profiles were then taken over 
the lateral (xy) images of the fluorescent spheres with maximal intensity (in focus), and 
fluorescence counts were plotted as function of the lateral coordinate (x). The axial (z) scan 
values of the two- and three-photon fluorescence signals were acquired by averaging of the 
total fluorescence counts of the corresponding spheres and were plotted as function of the 
axial coordinate (z). Lateral (x) and axial (z) 2P/3P points were then fitted with Gaussian 
functions and full width at half-maximum (FWHM) values were measured. 

3. Results 

3.1 THG/SHG microscopy of structurally normal human brain tissue 

We imaged brain tissue samples from eight patients diagnosed with low-grade glioma and two 
patients diagnosed with high-grade glioma, as well as one structurally normal reference with 
THG/SHG microscopy, and compared the images with the histology of these samples. We 
used near-infrared laser pulses with a central wavelength of 1200 nm and a duration of 200 
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femtoseconds to generate second and third harmonic photons from the brain tissue structures 
at 600 and 400 nm respectively; see Fig. 1(A)–1(D). In all images, the THG signals collected 
at 400 nm are depicted in green, and the signals collected at 600 nm are depicted in red. 
Where the signals overlap, they result in yellow color. Tissue samples, obtained with consent 
from the patients, were all imaged without further preparation steps, apart from one dissection 
to generate a flat surface. Figures 1(E), 1(F) show freshly excised tumor tissue samples of 
low- (Fig. 1(E)) and high-grade (Fig. 1(F)) glioma cases and an agar-embedded tumor tissue 
sample under the multiphoton microscope (Fig. 1(G)). 

 

Fig. 1. THG/SHG microscopy for brain tissue imaging. (A) Energy level diagram of the second 
(SHG) and third (THG) harmonic generation process. (B) Energy level diagram of the two- 
(2PF) and three-photon (3PF) excited auto-fluorescence process. (C) Multiphoton microscope 
setup: Laser producing 200 fs pulses at 1200 nm; GM – X-Y galvo-scanner mirrors; SL – scan 
lens; TL – tube lens; MO – microscope objective; DM1 – dichroic mirror reflecting back-
scattered THG/SHG photons to the PMT detectors; DM2 – dichroic mirror splitting SHG and 
THG channels; F – narrow-band SHG and THG interference filters; L – focusing lenses; PMT 
– photomultiplier tube detectors. (D) Infrared photons (white arrow) are focused deep in the 
brain tissue, converted to THG (green) and SHG (red) photons, scattered back (green/red 
arrows) and epi-detected. The nonlinear optical processes result in label-free contrast images 
with sub-cellular resolution and intrinsic depth sectioning. (E and F) Freshly-excised low-grade 
(E) and high-grade (F) glioma tissue samples in artificial cerebrospinal fluid (ACSF) in a Petri 
dish with a millimeter paper underneath for scale. (G) An agar-embedded tumor tissue sample 
under 0.17 mm glass cover slip with the microscope objective (MO) on top. 

We started with imaging of freshly excised, unfixed, structurally normal, human brain 
tissue samples (neocortex/GM and subcortical WM) from a patient undergoing lobectomy for 
intractable epilepsy. The images obtained from these tissues were used to provide ‘healthy 
reference’ THG/SHG images. Figure 2(A) shows a combined mosaic THG/SHG image of 
brain tissue sliced perpendicular to the brain surface with a transition from neocortex (top) to 
WM (bottom), Figs. 2(C), 2(E), 2(G), 2(I) show higher magnifications of selected areas 
(marked in Fig. 2(A) with white squares). White dotted lines delineate individual ‘tiles’ 
composing the full ‘mosaic’ image. Figure 2(A) reveals the neuropil (i.e. the dense network of 
neuronal and glial cell processes) with neuronal/glial cell somata (Fig. 2(C), 2(E), 2(G)), 
dispersed microvessels with multiple intraluminal erythrocytes (Fig. 2(I)), and—especially in 
the WM—many lipid-rich, myelinated axons. Some of the neuronal somata are filled with 
lipofuscin granules, emitting in both THG and SHG channels and therefore appearing yellow 
(Fig. 2(E)). The transition between the neocortex (top) and lipid-rich WM (bottom) is clearly 
visualized, revealing somata of glial cells appearing as dark ‘holes’ in the bright neuropil 
matrix (Fig. 2(G)), with round nuclei and occasional nucleoli. The information in the 
THG/SHG images is very similar to that observed in the on-line brain atlas images of 
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histological sections (Fig. 2(B), 2(D), 2(F), 2(H), 2(J)) of similar tissue areas, with luxol fast 
blue (LFB) staining to demonstrate myelin in Fig. 2(B), 2(D), 2(F), 2(H) and H&E staining in 
Fig. 2(J) [42]. Visualization 1, Visualization 2, and Visualization 3 show scans over a depth of 
0–50 µm below the tissue surface of the areas depicted in Fig. 2(C), 2(E), 2(G). 

 

Fig. 2. Structurally normal human brain tissue. (A) THG (green) and SHG (red) image of 1.80 
× 4.95 mm2 ex-vivo, structurally normal, fresh human neocortex and subcortical white matter 
tissue. (B) Myelin-stained histology image of a similar region of the brain. Key tissue 
components marked with white squares are shown enlarged in the right panels, together with 
histology images; molecular layer (C, D); large pyramidal neurons layer (E, F); white matter 
(G, H); a capillary blood vessel with intraluminal erythrocytes (I, J). The stain in panels (B, D, 
F, H) is luxol fast blue (LFB) to reveal myelin, and hemotoxin-and-eosion (H&E) in (J). 
Images C, E and G are composed of single 2-μm-thick optical sections, imaging time 1.2 s. 
Image I is composed of 21 images taken with 2-μm steps over 40 μm depth, imaging time 1.5 
min. The inset of image I shows a cross-section of the capillary along the white line, revealing 
a round contour of this microvessel (SHG) and corroborating the intraluminal position of the 
erythrocytes (THG). 

3.2 THG/SHG imaging of human brain tumor tissues 

Diffuse gliomas are histopathologically characterized by variably increased cellularity, 
nuclear pleomorphism, and—especially in higher-grade neoplasms—brisk mitotic activity, 
microvascular proliferation, and necrosis. In routine histopathological examination of the 
transition zone of a diffuse glioma in normal brain tissue, increased cellularity with 
concomitant rarefaction of the neuropil and—especially in the high-grade malignant cases—
nuclear pleomorphism are used for discriminating normal from abnormal tissue. To identify 
such tumor-invaded zones in the brain tissue samples, which typically had an area of 10 × 10 
mm2, we used a rapid 2D-THG inspection mode. Visualization 4 and Visualization 5 show in 
real-time the videos recorded while XYZ-scanning the sample under the microscope, which 
typically took less than 60 seconds. We performed detailed 3D imaging in areas where 
variations in the density of cells and of the white matter were observed. Figure 3(A) shows a 
large field-of-view mosaic image where THG intensity increases from right to left. Upon 
magnification of the areas marked in Fig. 3(A), it becomes clear that the low THG intensity in 
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the right part is due to an abnormally high density of cells in the WM, combined with 
rarefaction of the neuropil. Based on these two criteria, in an H&E image this tissue would be 
labeled as very typical of diffuse glioma infiltration. The tumor cells can be clearly 
recognized in Fig. 3(C), 3(D), including intracellular details such as the nuclei and nucleoli of 
the tumor cells. After THG imaging, we fixated and stained the tissue with H&E and 
examined histological sections. One-to-one comparison of the sections with THG images 
proved difficult because of the distortions of the tissue in the fixation process. However, parts 
of the sections cut from the volume analyzed with THG demonstrate a similar increase in cell 
density by the H&E staining (Fig. 3(E)–3(H)), which served as definitive proof of the 
presence of diffuse low-grade glioma in this area. Visualization 6 and Visualization 7 show 
3D depth scans corresponding to Fig. 3(C), 3(D), that reveal tumor-invaded areas in deeper 
layers of the tissue. 

 

Fig. 3. Infiltrative low-grade glioma: transition zone. (A–D) THG/SHG images of the low-to-
high cellularity transition zone in a tissue sample diagnosed by the neuropathologist as diffuse 
low-grade oligodendroglioma on the basis of H&E-stained histological sections. (A) Mosaic 
image of the transition zone in the white matter. Image is composed of 3 × 2 = 6 tiles, 1.35 × 
0.90 mm2, each tile 450 × 450 μm2, 1000 × 1000 pixels2, total imaging time 52 sec. (B–D) 
Magnified low- (B), intermediate- (C) and high-cellularity (D) areas marked on the image (A) 
with white squares. Images (B, C) show 2-μm-thick optical sections taken at depths of 20–30 
μm with acquisition time of 0.6 s. (E to H) H&E images of the sample areas corresponding to 
the THG/SHG images: A–E, B–F, C–G, D–H. 

Figure 4 shows an example of WM brain tissue where mixed areas of high and low 
cellularity were observed in the case of a patient diagnosed with infiltrative low-grade glioma. 
The THG images resolve the corresponding increased cell densities due to the presence of 
tumor cells in the WM, in the large image by the lower THG signals, and in the smaller field-
of-view images by the contours outlining individual cells, nuclei and nucleoli. The SHG 
signals visualize small blood vessels in the tissue, and yellow, probably fluorescent, deposits 
are observed throughout the tissue. The imaging time of the full area of 4.4 × 3.2 mm2, 
recorded with sub-cellular resolution, was 5 minutes. 
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Fig. 4. Infiltrative low-grade glioma: mixed cellularity area. (A) Mosaic image of brain tumor 
area with spatially varying cellular density. Image is composed of single images (tiles) with 
boundaries indicated by dotted white lines, each tile is 400 × 400 μm2, 254 × 254 pixels2. Each 
tile shows a single optical section about 2-μm thick and taken at a depth of 20–30 μm. Mosaic 
size: 11 × 8 = 88 tiles; imaged area: 4.4 × 3.2 mm2; total imaging time: 3.7 min. (B,C) 
Magnified images of the low- (B) and increased cellularity (C) areas indicated on the image 
(A). Images (B,C) show single optical sections about 2-μm thick taken at depths of 20–30 μm 
with an acquisition time of 5 s. 

To illustrate the difference with low-grade glioma tissue, in Fig. 5 we show an image of 
high-grade glioma tissue, taken from the core of a tumor in the WM. Here, the axon matrix 
has completely disappeared and the entire volume is filled with tumor cells. The SHG signals 
from the collagen of the vessel walls visualize the dramatically increased vascularization 
typical for tumor cores, to satisfy the increased need for oxygen due to the high metabolic rate 
of tumor cells. The smaller blood vessel in Fig. 5(B) contains some individual erythrocytes. 

Figure 6 shows an image of neocortex tissue from a patient diagnosed with high-grade 
glioma. The secondary effects of the high-grade glioma on the surrounding neocortical tissue 
could be recognized by our expert pathologist PW. Figure 6(A) shows bright cells, vessels 
and, in the lower left, a tumor cell lesion. The bright appearance of the neuronal/glial cells 
may arise from tumor-induced edema. Tumor-induced edema [43] of peritumoral neocortex 
tissue results in disruption of ion homeostasis in neuronal and glial cells [44] and leads to 
increased uptake of extracellular fluid by cellular somata, cytoplasmic swelling, and 
formation of intracellular vacuoles. Multiple inter-vacuolar interfaces may be the source of 
the strong third harmonic signal and result in the bright appearance of the vacuolated cells. 

 

Fig. 5. High-grade glioma in the white matter. Combined THG/SHG images of the focus of a 
high-grade glioma with high cellularity and intense vascular proliferation. (A) Mosaic image 
composed of single tiles, each tile 450 × 450 μm2, 517 × 517 pixels2, each tile showing a single 
2-μm-thick optical section taken at a depth of 20–30 μm. Mosaic size 4 × 3 = 24 tiles; imaged 
area 1.80 × 1.35 mm2; total imaging time 1.5 min. (B and C) Magnified images of the areas 
containing smaller (B) and larger (C) blood vessels. Images (B and C) show single 2-μm-thick 
optical sections taken at depths of 20–30 μm with an acquisition time of 8 s. H&E histology of 
the HGG sample is shown in Fig. 7. 
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Fig. 6. High-grade glioma: peritumoral neocortex tissue with secondary changes. (A) Mosaic 
image is composed of 450 × 450 μm2 tiles, 517 × 517 pixels2, each tile showing a single 2-μm-
thick optical section taken at a depth of 20–30 μm. Mosaic size 5 × 4 = 20 tiles; imaged area 
2.25 × 1.80 mm2; total imaging time 1.7 min. (B and C) Magnified image of a tumor cell lesion 
(B) and an area with bright cells (black round holes are cells’ nuclei) and a blood vessel (C). 
Images (B and C) show single 2-μm-thick optical sections taken at depths of 20–30 μm, 
acquisition times 15 s (B) and 8 s (C). 

Figure 7 shows examples of different phenotypes of cells that were observed with 
THG/SHG imaging in the low- and high-grade glioma samples. Nuclei and nucleoli of glial 
and tumor cells were observed, as shown in the examples above, but also cytoplasm of 
vacuolated cells, the dense hyaline mass of corpus amylaceum (a proteinaceous product of 
glial cells [45]), and autofluorescent deposits in the neuropil. For each cell type, we found an 
almost perfect match in the H&E histological images, allowing for identification of most of 
these elements. Clearly, the THG images allow for the characterization of relevant 
pathological parameters such as nucleus-to-cytoplasm ratio (Fig. 7(A)–7(D)) and the 
pleomorphism of tumor cells (Fig. 7(G)). 

 

Fig. 7. Various cytological and histological features observed with THG/SHG imaging 
modalities in low- and high-grade glioma tissues. Label-free images of 2-μm-thick optical 
sections taken at depths of 20–30 μm with acquisition times of 0.5–5 s and H&E images of 
corresponding tissue areas. (A, B) Glial cell with a nearly round nucleus and large 
nuclear/cytoplasm ratio. (C, D) Glial cell with a round nucleus and smaller nuclear/cytoplasm 
ratio. (E, F) Glial cell with an indented nucleus and multiple nucleoli. (G, H) Highly cellular 
area in high-grade glioma (glioblastoma) with multiple pleomorphic tumor cell nuclei with 
dense chromatin and high nuclear/cytoplasmatic ratio. (I, J) A neuronal or glial cell with 
vacuolated cytoplasm in the edematic peritumoral neocortex of the high-grade glioma tissue. 
Autofluorescent deposits in the neuropil appear as yellow dots. (K, L) Corpus amylaceum 
surrounded by neuropil. (M, N) Intense vascular proliferation in high-grade glioma focus. 
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In Table 1 we give a summary of the cases we investigated, with the pre-operative 
diagnosis, the features observed in the THG/SHG images, and the pathological hallmarks 
observed after histopathological analysis of the tissue. For each case, the pathologically 
relevant morphological features observed in the H&E images were also observed in the 
THG/SHG images. 

Table 1. Pre-operative diagnoses and cell densities observed in the studied brain tissue 
samples by THG imaging and corresponding H&E histopathology. 

# Pre-operative diagnosis THG H&E 

1 Left-frontal diffuse astrocytoma 
Transition from normal to 
increased cell density 

Transition from normal to 
increased cell density 

2 Focally anaplastic diffuse glioma Transition from normal to 
increased cell density 

Transition from normal to 
increased cell density 

3 Left fronto-parietal oligo-astrocytoma 
Transition from normal to 
high cell density (Fig. 4) 

Transition from normal to 
high cell density 

4 
Right parietal low-grade oligo-
astrocytoma 

Normal cell density Normal cell density 

5 
Left parietal low-grade 
oligodendroglioma 

Transition from normal to 
high cell density (Fig. 3(A)–
3(D), Visualization 4, 
Visualization 6,  
Visualization 7) 

Transition from normal to 
high cell density (Fig. 3(E)–
3(H)) 

6 
Right insular low-grade 
oligodendroglioma 

Regions with increased cell 
density, regions with high 
cell density 

Regions with increased cell 
density, regions with high 
cell density 

7 Left-frontal low-grade glioma. 
Normal cell density and 
transition from normal to 
high cell density 

Normal cell density and 
transition from normal to 
high cell density 

8 Temporoinsular low-grade glioma Normal cell density Normal cell density 

9 High-grade glioma (glioblastoma) 
Tumor core with high cell 
density (Fig. 5, Fig. 7(G), 
7(M); Visualization 5) 

Tumor core with high cell 
density (Fig. 7(H), 7(N)) 

10 High-grade glioma (glioblastoma) 
Peritumoral tissue with 
vacuolated cells (Figs. 6, 
7(I)) 

Peritumoral tissue with 
vacuolated cells (Fig. 7(J)) 

3.3 Imaging depth of THG as a function of tissue composition 

An important advantage of THG/SHG imaging is that volumes of tissue can be imaged. The 
penetration depth at a given excitation wavelength and for a given NA is strongly dependent 
on the type of tissue. To characterize the penetration depth in different brain tissues, we first 
looked with more detail at the THG signal intensities generated by the different types of brain 
tissue, i.e. WM, GM, and tumor-invaded tissue. Figure 2(A) clearly shows that the WM areas 
of the brain generate a stronger THG signal than the GM. In Fig. 8(A) and 8(B) we quantified 
this to be a factor of 4, for a measurement taken at a depth of 20 μm, and a factor of 7 when 
measured closer to the surface of the tissue. Tumor-invasion in the WM in a low-grade glioma 
with low and high cell densities and in a high-grade glioma area (denoted as T1, T2 and T3, 
respectively), all lead to lower THG signals, Fig. 8(B). 

Then, for each tissue type, we measured the decrease in signal intensity upon translation 
of the focus deeper into the tissue. We fitted the resulting intensity profile to an exponential 
decay, ITHG (z) = I(0) exp(–z/le) to obtain the effective attenuation length le, which has two 
separate contributions: absorption in tissue (water), la, and tissue scattering ls with le = (1/la + 
1/ls)

–1; la and ls are each dependent on wavelength. For example, at 1200 nm wavelength the 
impact of scattering is larger (smaller ls) and water absorption is smaller (larger la) compared 
to 1700 nm where water absorption is higher and scattering smaller [46]. The value of le is 
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maximum for areas with low axon fiber densities: GM and T3 (le = 52 μm) and decreases by 
factor 4 for WM and T1 (le = 13 μm). Cells and fibers can be distinguished down to zmax = 3le. 
Maximum THG imaging depth zmax for human brain tissues is then 40–150 μm in the current 
study for a wavelength of 1200 nm and an NA = 1.1. The THG effective attenuation length le 
is dependent on the tumor cell density, tumor-induced changes to the pre-existent tissue 
architecture, and the tissue type (GM or WM). Earlier we reported a penetration depth of zmax 
> 300 μm in the cortex of young mouse brain [24] while here we show that scattering 
properties of human tissue result in smaller effective attenuation length. Using fully optimized 
detection systems, penetration depths of 850 mm for 2-photon fluorescence in mouse cortex 
[47], and 1.4 mm for 3-photon fluorescence at 1700 nm in mouse cortex [48] have been 
achieved. 

 

Fig. 8. THG imaging for different brain tissues types at varying depths. (A) Horizontal THG 
intensity profile was taken over a mosaic image of a white-to-gray matter transition of 
structurally normal human brain tissue. The mosaic was imaged at a depth of 10–20 μm. As the 
myelinated fiber density increases from gray matter (GM) to white matter (WM), the THG 
signal intensity increases by a factor 4. (B) Histogram showing averaged THG signal 
intensities obtained from THG images collected at depths of 2–4 μm from structurally normal 
brain WM and GM areas, compared to low-grade glioma areas of WM with low (T1) and high 
(T2) cell densities and high-grade glioma area (T3) with high cell density. Overall, THG signal 
intensity increases by factor 17 from T3 to WM. (C to G) THG intensity depth profiles of WM, 
GM, T1, T2 and T3 areas. THG intensity points (triangles) are obtained by averaging 270 × 
270 μm2 images taken every 10 μm down to 300 μm. Solid lines present exponential decay fits: 
ITHG (z) = I(0) exp(–z/le), where le denotes the THG effective attenuation length, ITHG(le) = 0.37 
ITHG(0). 
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3.4 Brain tumor THG/SHG microendoscopy 

The results presented above demonstrate fast, ex-vivo, analysis of brain tissue with THG of 
histopathological quality. The ultimate goal is, however, to guide the neurosurgeon by in situ 
pathological analysis of the tumor boundaries, i.e. before the brain tissue is resected. With a 
handheld bioptic needle employing THG/SHG modalities, a neurosurgeon would be able to 
take ‘optical biopsies’ directly in the brain that is being operated on, imaging underlying 
tissue layers to decide whether to remove or spare the inspected tissue areas. THG and SHG 
imaging modalities require only a single laser beam, and allow for relatively high-speed 
imaging of backscattered photons, which makes them particularly suitable for incorporation 
into a handheld bioptic needle. Multi-photon imaging modalities including SHG and THG 
have been successfully miniaturized into micro-endoscopic multi-photon imaging devices 
enabling in situ analysis of tissue [38,49–54]. The images discussed above were measured 
with NA = 1.1. Such high NAs are not available for micro-objectives; therefore, much lower 
THG signal intensities are expected because the THG signal intensity scales as the 6th power 
of the NA. Here, we demonstrate that ex-vivo human brain tissue images similar to those 
obtained using our normal microscope can be obtained using a 7.5 mm long THG/SHG 
bioptic needle. We used a commercial high-NA multi-element micro-objective lens composed 
of a plano-convex lens and two GRIN lenses with aberration compensation, object NA = 0.80 
and object working distance 200 µm (in water), image NA = 0.18 and image working distance 
200 µm (in air), magnification × 4.8 and field of view diameter of 200 μm. The GRIN lenses 
and the plano-convex lens were mounted in a waterproof stainless steel housing with outer 
diameter of 1.4 mm and total length of 7.5 mm. Originally designed for a wavelength range of 
800–900 nm, this micro-objective lens was used for focusing of 1200 nm 200 femtosecond 
pulses and collection of back-scattered harmonic and fluorescence photons. An f = 40 mm 
coupling lens (NA = 0.19, Qioptiq, ARB2 NIR, dia. 25 mm) focused the scanned laser beam 
in the image plane of the micro-objective lens and forwarded the back-detected harmonic and 
fluorescence photons to the PMTs (Fig. 9). 

We characterized the 2- and 3-photon focusing properties of the GRIN lens, as detailed in 
the Material and Methods section, using fluorescent microspheres. Lateral (x) and axial (z) 
resolution values in 2P/3P were: Δ2P,lateral = 0.7 μm, Δ2P,axial = 3.5 μm, Δ3P,lateral = 0.7 μm, and 
Δ3P,axial = 3.9 μm, with a measurement error ± 0.1 μm; see Fig. 9(B). We also characterized the 
lateral and axial resolution of the micro-objective lens in the THG modality by imaging a 
water-glass interface of a cover-glass slide edge submerged in water (Fig. 9(C)). The 
normalized axial (z) intensity profile points were fitted with a Gaussian function with FWHM 
= ΔTHG,axial = 4.4 μm. The normalized lateral (x) intensity profile points were fitted to the error 
function Erf(x), and lateral THG resolution was measured as the FWHM of the first derivative 
dErf(x) of the Erf(x). The calculated value of ΔTHG,lateral was 0.9 μm with a measurement error 
± 0.1 μm. Theoretically, lateral and axial 2P/3P resolution values can be evaluated for λ = 
1200 nm, n = 1.33 (for water as an immersion liquid) and objective NA = 0.8 [59]: Δ2P,lateral = 
0.7 μm, Δ2P,axial = 3.4 μm, Δ3P,lateral = 0.6 μm, Δ3P,axial = 2.8 μm. The experimental and 
theoretical values of the micro-objective 2P/3P resolution are very close, indicating good 
performance of the micro-objective lens at the off-design wavelengths. 

Figure 10 shows THG/SHG images of brain samples collected with the GRIN micro-
objective; the quality of these images is similar to that of the images depicted in Figs. 1 to 6. 
In Fig. 10(A) and 10(B), we observe neuronal cells in the GM; in Fig. 10(C), the axonal 
matrix, some fluorescent deposits and low cell density in the WM; and in Fig. 10(D), the high 
cellularity and vascular proliferation of a high-grade glioma focus, similar to Fig. 5. To collect 
the images in Fig. 10 we used a power of 50 mW on the sample during 16 seconds. The 
longer acquisition time results from an almost 7-fold THG signal decrease due to lower 
bioptic needle objective NA: ITHG (NA = 1.1) / ITHG (NA = 0.8) = (1.1 / 0.8)6 ≅ 6.8. 
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Fig. 9. Endomicroscopic THG/SHG brain tissue imaging. (A) A sketch of the multiphoton 
microscope equipped with the micro-objective lens. CL – coupling lens. (B and C) 
Characterization of the lateral and axial resolution of the micro-objective lens. (B) Lateral (x) 
and axial (z) resolution of the micro-objective lens measured with fluorescent microspheres via 
two- and three-photon fluorescence (2P, 3P). Line intensity profiles are taken over the lateral 
(x) and axial (z) images of the 2P/3P fluorescent spheres and are indicated on the inset image 
with the white dashed lines. Normalized intensity profile points (open and filled circles and 
squares) are fitted with Gaussian functions (solid lines) and the values of the full-width-at-half-
maximum (FWHM) peak widths are measured. (C) Lateral (x) and axial (z) THG resolution of 
the micro-objective lens measured with a glass-water interface. The inset images show the 
lateral (x) and axial (z) THG images of the glass-water interface. THG intensity profiles are 
measured along the white dashed lines indicated on the inset images. The normalized axial (z) 
intensity profile points (blue filled triangles) are fitted with Gaussian function (solid blue line) 
and the FWHM was measured to provide the axial THG resolution. The normalized lateral (x) 
intensity profile points (open teal triangles) are fitted to the error function (dashed teal line), 
Erf(x) = A1 + 0.5(A2 – A1) × [1 – erf(A3x)] with fitting parameters A1 = 0.00 ± 0.01, A2 = 1.00 ± 
0.01, and A3 = 1.90 ± 0.08. The lateral THG resolution was measured as the FWHM of the first 
derivative dErf(x) of the Erf(x) (solid magenta line). 

 

Fig. 10. THG/SHG endomicroscopy of ex-vivo human brain tissues. SHG (red) and THG 
(green) images of healthy and tumor-invaded ex-vivo human brain tissue obtained with the 
micro-objective lens. Each image is a single 4-μm-thick optical section taken at a depth of 20–
30 μm below the tissue surface with acquisition time of 16 s and laser power of 50 mW. (A–C) 
Healthy ex-vivo human brain tissue: gray matter neuropil with neuronal somata with lipofuscin 
content (yellow) (A) and (B); (C) low-cellularity white matter area. (D) High-grade glioma 
focus. 

4. Conclusions 

The results shown here provide the first evidence that—by applying the same microscopic 
criteria that are used by the pathologist, i.e. increased cellularity, nuclear pleomorphism, and 
rarefaction of neuropil—THG/SHG ex-vivo microscopy can be used to recognize the presence 
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of diffuse infiltrative glioma in fresh, unstained human brain tissue. Images and a first 
diagnosis can be provided in seconds, with the ‘inspection mode’, by moving the sample 
under the scanning microscope (see Visualization 4 and Visualization 5), or in about 5 
minutes if an area has to be inspected with sub-cellular detail. The sensitivity of THG to 
interfaces provides images with excellent contrast in which cell-by-cell variations are 
visualized. The quality of the images and the speed with which they can be recorded make 
THG a promising tool for quick assessment of the nature of excised tissue. Importantly, 
because THG/SHG images are very close to those of histological slides, we expect that the 
surgeon (or pathologist) will need very little additional training for adequate interpretation of 
the images. We are planning to construct a THG/SHG ex-vivo tabletop device consisting of a 
compact laser source and a laser-scanning microscope requiring a physical footprint of only 1 
m2, to be placed in an operating room, enabling immediate feedback to the surgeon on the 
nature of excised tissue, during the operation. With this device, we will perform a quantitative 
study of the added value of rapid THG/SHG pathological feedback during surgery for the 
final success of the neurosurgery. Finally, we note that THG/SHG imaging does not induce 
artifacts associated with fixation, freezing, and staining; therefore, tissue fragments examined 
ex-vivo can still be used for subsequent immunochemical and/or molecular analysis. 

The microendoscopy THG/SHG imaging results represent an important step toward the 
development of a THG/SHG-based bioptic needle, and show that the use of such a needle for 
in situ optical sampling for optimal resection of gliomas is indeed a viable prospect, as has 
been demonstrated also before for multi-photon microscopies [38,49–54]. Although there are 
several issues associated with the operation of a needle-like optical device, such as the fact 
that blood in the surgical cavity may obscure the view, and the fact that only small areas can 
be biopsied with a needle, it may be a valuable tool in cases where sparing healthy tissue is of 
such vital importance as in brain surgery. Therefore, the reasonably good quality of the THG 
images taken with the GRIN micro-objective shown here, together with the developments in 
the field of microendoscopy, warrant further development of THG/SHG into a true handheld 
device. This next step, a true handheld bioptic needle, requires an optical fiber to transport the 
light from a small footprint laser to the GRIN micro-objective, and a small 2D scanner unit, to 
enable placing the laser at a sufficient distance from the patient. Patient-safe irradiation levels 
for THG imaging will have to be determined but are expected to lie in the 10–50 mW range 
[55–58]. This implies that only minor optimization of signal collection efficiency needs to be 
achieved, because the images of Fig. 10 were measured with 50 mW incident power. 

THG/SHG imaging thus holds great promise for improving surgical procedures, thereby 
reducing the need for second surgeries and the loss of function by excising non-infiltrated 
brain tissue, as well as improving survival and quality of life of the patients. In addition, the 
success in the challenging case of diffuse gliomas promises great potential of THG/SHG-
based histological analysis for a much wider spectrum of diagnostic applications. 
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